Interface fluid after laser in situ keratomileusis.
We report a case in which raised intraocular pressure (IOP) was associated with interface fluid after uneventful bilateral laser in situ keratomileusis (LASIK). The patient presented with diffuse lamellar keratitis in both eyes 3 weeks postoperatively that was treated aggressively with topical corticosteroids. A steroid-induced rise in IOP resulted in interface fluid accumulation and microcystic edema. Measurements with the Goldmann tonometer revealed an IOP of 3.0 mm Hg in both eyes. However, Schiotz tonometry recorded a pressure of 54.7 mm Hg in both eyes. Reduction in the dosage of topical corticosteroid and medical treatment of the raised IOP resulted in resolution of the microcystic edema and interface fluid accumulation. This case highlights the inaccuracies of IOP measurement after LASIK and the resulting complications.